
Agency 

Agreement

(Y/N)

Estabishment 

certificate/

Import License

(Y/N)

Drug Reg / 

Provisional Reg 

certificate

Manufacutrer 

Specification and 

Quality Evaluation 

Report 

(Y/N)

Quality Certificate

(Y/N) 

(FDA/JPMHLW/

WHO/MDD/EMA)

Free Sale Certificate 

(Y/N)

Affidavit

(Y/N)

Sample Evalution

(Approved/Reject)

Reason of 

Rejection

1

1 M/S Popular International, Multan Covidien Y Y Y Y Y N Y Approved - Non Responsive

2

1 M/S Medicamp International, Rwp Dannik USA FDA 
Disposable Straight 

Scissors 5mm
Y Y EX Y Y Y Y Approved -  Responsive

3

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

2 M/S Medicamp International, Rwp Dannik USA FDA 
Disposable Curve Scissors 

5mm
Y Y EX Y Y Y Y Approved -  Responsive

3 M/S Muller & Phipps, Lahore Johnson & Johnson Endo Instruments Y Y EX Y Y Y Y Approved -  Responsive

4

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

2 M/S Medicamp International, Rwp Dannik USA FDA 
Disposable Lap Grasper 

(Crocodile) 5mm 
Y Y EX Y Y Y Y Approved -  Responsive

5

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

2 M/S Medicamp International, Rwp Dannik USA FDA Disposable Versus Needle Y Y EX Y Y Y Y Approved -  Responsive

6

1 M/S Popular International, Multan Covidien Y Y Y Y Y N Y Approved - Non Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Manual Circular Staplers Y Y N Y Y Y Y Approved - Non Responsive

7

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

8

M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

S.N Name of Firm
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Status

Absorbable Tack TM 5mm

TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Disposable Lap Grasper (Crocodile)

Disposable Straight Scissors

Disposable Curve Scissors

Disposable Versus Needle

End To End Anastomosis Circular Stapler 33/34MM

Endo Clip Applier (Disposable)

Endo Pouch 100CM Endoscopic length size bag

Compulsory Criteria
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

9

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

M/S Muller & Phipps, Lahore Johnson & Johnson Endoscopic Stures Y Y EX Y Y Y Y Approved -  Responsive

10

1 M/S Popular International, Multan Covidien Y Y EX Y Y Y Y Approved -  Responsive

11

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Manual Echelon Guns Y Y N Y Y Y Y Approved - Non Responsive

12

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Linear Cutters Y Y N Y Y Y Y Approved - Non Responsive

13

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Linear Cutters Y Y APPLY Y Y Y Y Approved -  Responsive

14

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y

2 M/S Muller & Phipps, Lahore Johnson & Johnson Linear Cutters Y Y N Y Y Y Y

15

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y

2 M/S Muller & Phipps, Lahore Johnson & Johnson Linear Cutters Y Y APPLY Y Y Y Y

Endoscopic Gastrointestinal Anastomosis stapler 60MM

Endo loop EJ10 Coated 0 Vicryl 45cm

Endo stitch device

Gestro Intestinal Anastomosis Cutter 55/60MM

Gestro Intestinal Anastomosis Cutter 75 / 80 MM

Gestro Intestinal Anastomosis Cutter Reload 75 / 80MM

Gestro Intestinal Anastomosis Cutter Reload 55/60MM

PENDING

PENDING

Page 2 of 14



Agency 

Agreement

(Y/N)

Estabishment 

certificate/

Import License

(Y/N)

Drug Reg / 

Provisional Reg 

certificate

Manufacutrer 

Specification and 

Quality Evaluation 

Report 

(Y/N)

Quality Certificate

(Y/N) 

(FDA/JPMHLW/

WHO/MDD/EMA)

Free Sale Certificate 

(Y/N)

Affidavit

(Y/N)

Sample Evalution

(Approved/Reject)

Reason of 

Rejection

S.N Name of Firm

M
a
n

u
fa

ct
u

re
r

B
ra

n
d

 N
a
m

e

Status

TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

16

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Linear Cutters Y Y Y Y Y Y Y Approved -  Responsive

17

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Linear Cutters Y Y Y Y Y Y Y Approved -  Responsive

18

1 M/S Muller & Phipps, Lahore Johnson & Johnson Ace+ Y Y APPLY Y Y Y Y Approved -  Responsive

19

1 M/S Muller & Phipps, Lahore Johnson & Johnson Harmonic Focus + Y Y APPLY Y Y Y Y Approved -  Responsive

20

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y

2 M/S Muller & Phipps, Lahore Johnson & Johnson PPH Products Y Y N Y Y Y Y

21

1 M/S Medicamp International, Rwp Endomed USA FDA 
Laproscopic Aspiration 

Needle re-usable
N Y EX Y N N Y Approved - Non Responsive

22

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Medicamp International, Rwp Dannik  USA FDA 
Laparoscopic Disposable 

Blade Less Trocar 5MM
Y Y N Y Y Y Y Approved - Non Responsive

3 M/S Muller & Phipps, Lahore Johnson & Johnson Trocars and Accessories Y Y N Y Y Y Y Approved - Non Responsive

23

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

Gestro Intestinal Anastomosis Cutter 90/100 mm

Hemorrhoidal circular Stapler with Disposable kit

Laparoscopic Disposable Blade Less Trocar 5MM

Laparoscopic Disposable Blade Less Trocar 11MM

Gestro Intestinal Anastomosis Cutter Reload 90/100MM

Harmonic ACE 36 cm

Harmonic FOCUS (vessel shearing fine surgery)

Laproscopic Aspiration Needle re-usable

PENDING
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

M/S Medicamp International, Rwp Dannik  USA FDA 
Laparoscopic Disposable 

Blade Less Trocar 11MM
Y Y N Y Y Y Y Approved - Non Responsive

M/S Muller & Phipps, Lahore Johnson & Johnson Trocars Y Y N Y Y Y Y Approved - Non Responsive

24

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Trocars and Accessories Y Y N Y Y Y Y Approved - Non Responsive

25

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

26

1 M/S Medicamp International, Rwp Endomed USA FDA 
Lap Needle Holder 

(Reusable)
N Y N Y N N Y Approved - Non Responsive

27

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y

2 M/S Muller & Phipps, Lahore Johnson & Johnson ETS/EZ Reloads Y Y N Y Y Y Y Approved - Non Responsive

28

1 M/S Muller & Phipps, Lahore Johnson & Johnson Curved Cutter Y Y EX Y Y Y Y Approved -  Responsive

29

1 M/S Muller & Phipps, Lahore Johnson & Johnson Curved Cutter Y Y EX Y Y Y Y Approved - Responsive

30

1 M/S Popular International, Multan Covidien Y Y Y Y Y N Y Approved - Non Responsive

2 M/S Medicamp International, Rwp Dannik USA FDA LT400 LIGA CLIP  large Y Y N Y Y Y Y Approved - Non Responsive

31

Laparoscopic Disposable Optical Guided Blade Less 

Trocar 12MM

Laparoscopic Disposable Blade Less Trocar 15MM

Lap Needle Holder (Reusable)

Laparoscopic Vascular Stapler reloads 

LAR margin provider stapler 

LT400 LIGA CLIP  large

Marryland 5mm (Disposable)

LAR margin provider stapler Reload staple Height 2.5-

3.8
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Medicamp International, Rwp Dannik USA FDA 
Marryland 5mm 

(Disposable)
Y Y N Y Y Y Y Approved - Non Responsive

32

1 M/S Medicamp International, Rwp Endomed USA FDA 
Suction Irrigation Cannula 

(Reusable)
N Y N Y N N Y Approved - Non Responsive

33

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

34

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

35

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

36

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

37

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

38

1 M/S Muller & Phipps, Lahore Johnson & Johnson ENSEAL X1 Curved Y Y EX Y Y Y Y Approved -  Responsive

39

1 M/S Muller & Phipps, Lahore Johnson & Johnson ENSEAL X1 Curved Y Y EX Y Y Y Y Approved -  Responsive

40

N.Q

Suction Irrigation Cannula (Reusable)

Shear Blunt Tip compatible with ligasure LS10 5mm, 

36cm

Shear ATLAS 10mm, 36cm compatible with ligasure 

Shear Scissors small Jaw compatible with ligasure

Vessel sealing shear Maryland 5mm, 36cm compatible 

with Ligasure LS10

Relitac mesh Fixation device 

Enseal Shear Laparoscopic compatible ȇ G-11 straight 

Jaw 136 cm

Enseal Shear Laparoscopic compatible ȇ G-11 curved 

Jaw 36 cm

Secure starp Lap Hernia fixation device ȇ PDS anker 

hooks
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

41

1 M/S Muller & Phipps, Lahore Johnson & Johnson Ace+ Y Y EX Y Y N Y Approved -  Responsive

42

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

43

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

44

1 M/S Popular International, Multan Integra USA Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Medicamp International, Rwp Endomed USA FDA 
Laparoscopic Grasper 

Toothed (Reusable) 5mm
N Y N Y N N Y Approved - Non Responsive

45

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Manual Echelon Guns Y Y N Y Y Y Y Approved - Non Responsive

46

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Echelon Reloads Y Y N Y Y Y Y Approved - Non Responsive

47

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

M/S Muller & Phipps, Lahore Johnson & Johnson Echelon Reloads Y Y N Y Y Y Y Approved - Non Responsive

48

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

M/S Muller & Phipps, Lahore Johnson & Johnson Echelon Reloads Y Y N Y Y Y Y Approved - Non Responsive

Echelon Reload Green

Echelon Reload Gold

Laparoscopic Endo stapler. Reloads Compatible ȇ Endo 

GIA Ultra Universal Stapler Blue Cartridge 

Reloads for Laparoscopic Endo GIA Ultra Universal 

Stapler 122mm Purple Cartridge

Echelon Endo linear Cutter 60mm (GUN)

Echelon Reload Blue

Ultrasonic dissection shear for 7mm vessel compatible ȇ 

G-11 5mm, 36cm (ACE PLUS)

Laparoscopic Grasper Toothed (Reusable)
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

49

1 M/S Popular International, Multan Integra USA Y Y Y Y Y Y Y Approved -  Responsive

M/S Medicamp International, Rwp Endomed USA FDA Maryland Reusable 5mm N Y N Y N N Y Approved - Non Responsive

50

1 M/S Popular International, Multan Integra USA Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Medicamp International, Rwp Endomed USA FDA 
Crocodile Grasper 

(Reusable) 5mm
N Y N Y N N Y Approved - Non Responsive

51

1 M/S Popular International, Multan Integra USA Y Y Y Y Y N Y Approved - Non Responsive

M/S Medicamp International, Rwp Endomed USA FDA 
Gall Bladder Extractor 

10mm
N Y N Y N N Y Approved - Non Responsive

52

1 M/S Popular International, Multan Integra USA Y Y Y Y Y N Y Approved Non Responsive

2 M/S Medicamp International, Rwp Endomed USA FDA 
Knot Pusher (Open Hole) 

(Reusable)
N Y N Y N N Y Approved Non Responsive

53

1 M/S Medicamp International, Rwp Endomed USA FDA Uterine Manipulator Rumi N Y N Y N N Y Approved Non Responsive

54

1 M/S Popular International, Multan Integra USA Y Y Y Y Y N Y Approved Non Responsive

2 M/S Medicamp International, Rwp Endomed USA FDA Stone Extractor 10mm N Y N Y N N Y Approved Non Responsive

55

1 M/S Popular International, Multan Integra USA Y Y Y Y Y N Y Approved Non Responsive

M/S Medicamp International, Rwp Endomed USA FDA Reusable Endoclip Applier N Y N Y N N Y Approved Non Responsive

Gall Bladder Extractor 

Knot Pusher (Open Hole) (Reusable)

Uterine Manipulator Rumi 

Reusable Endoclip Applier 

Stone Extractor 

Maryland Reusable 5mm

Crocodile Grasper (Reusable)
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

56

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

Retrograde Ureteric 

Catheter 6Fr (Open 

Ended)

Y Y N Y Y Y Y Rejected poor quality Non Responsive

2 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Flexima Ureteric Catheter 

6Fr 
Y Y APPLY Y Y Y Y Approved -  Responsive

57

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

PTFE Nitinol Wire with 

Hydrophilic 

Tip (0.035inx150cm)

Y Y N Y Y Y Y Rejected
not according to 

specs
Non Responsive

2 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Sensor Guide Wire, 

0.035" 150cm
Y Y APPLY Y Y Y Y Approved - Responsive

58

1 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Zebra Guide Wire 0.032" 

150cm
Y Y APPLY Y Y Y Y Approved - Responsive

59

1 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Occluder Balloon 

Catheter 11.5mm
Y Y APPLY Y Y Y Y Approved - Responsive

60

1 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Uromax Balloon 

Dialatation 

Catheter

Y Y APPLY Y Y Y Y Approved - Responsive

61

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Nephromax Balloon Y Y APPLY Y Y Y Y Approved - Responsive

62

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Encore 26 Y Y APPLY Y Y Y Y Approved - Responsive

63

1 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Stone Cone, 3Fr 7mm 

115cm working length
Y Y APPLY Y Y Y Y Approved - Responsive

64

1 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Stone Cone, 3Fr 10mm 

115cm working length
Y Y APPLY Y Y Y Y Approved - Responsive

High Pressure Nephrostomy Balloon Catheter with 

Sheath 28Fr, 12cm length

Retrograde Ureteric Catheter 6Fr (Open Ended)

PTFE Nitinol Wire with Hydrophilic Tip 

(0.035inx150cm)

Guide Wire with Zebra Markings (0.032inx150cm)

Occlusion Ureter Balloon Catheter, Balloon Diameter 

11.5mm

Ureteric Balloon Dilatation Catheter, Balloon outer 

diameter 15Fr, Balloon length 4cm

Stone Cone Outer Diameter 7mm

Stone Cone Outer Diameter 10mm

Inflation Device for PCNL
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

65

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

JJ-Stent Hydrophilic Coated,

 One End Closed multilength,

 6Fr with guide wire

Y Y N Y Y Y Y Rejected Non Responsive

2 M/S Ferozsons Laboratories, Lahore Boston Scientific 
Percuflex Plus 6Fr 30cm 

with Guide wire 
Y Y APPLY Y Y Y Y Approved - Responsive

66

1
M/S Ferozsons Laboratories, 

Lahore
Boston Scientific 

Amplatz Renal Sheath 

28Fr 
Y Y APPLY Y Y Y Y Approved - Responsive

67

1
M/S Ferozsons Laboratories, 

Lahore
Boston Scientific 

Amplatz Renal Sheath 

30Fr 
Y Y APPLY Y Y Y Y Approved - Responsive

68

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

Facial Dilator for PCNL 

8Fr
Y Y EX Y Y Y Y Approved -  Responsive

69

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

Facial Dilator for PCNL 

10Fr
Y Y EX Y Y Y Y Approved -  Responsive

70

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

Facial Dilator for PCNL 

12Fr
Y Y EX Y Y Y Y Approved - Responsive

71

1 M/S Medicamp International, Rwp
Broche Nurteks 

Medical Turkey 
PCNL Drape Set Y Y EX Y Y Y Y Approved -  Responsive

72

1 N.Q

73

1 M/S Medicamp International, Rwp
Broche Nurteks 

Medical Turkey 

Percutaneous Cystectomy 

Set
Y Y EX Y Y Y Y Rejected NO SAMPLE Non Responsive

74

1 NQ

75
Pneumatic Lithoclast Probe for URS 0.8/1.0mm (Swiss 

Lithoclast)

PCNL Drape Set

Percutaneous Nephrostomy Set

Percutaneous Cystectomy Set

Chhibba Needle 16/18Fr

JJ-Stent Hydrophilic Coated, One End Closed 

multilength, 6Fr with guide wire

Amplatz Sheath for PCNL, 28Fr

Amplatz Sheath for PCNL, 30Fr

Facial Dilator for PCNL 8Fr

Facial Dilator for PCNL 10Fr

Facial Dilator for PCNL 12Fr
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

76

6 NQ

77

M/S Ferozsons Laboratories, 

Lahore
Boston Scientific 

Obtryx Transobturator 

sling 

system

Y Y APPLY Y Y Y Y Approved - Responsive

78

1 M/S Allmed Solution, Karachi
Ameco Medica 

Industries & Egypt 
Amecath Y Y Y Y Y Y Y Approved - Responsive

79

1 NQ

80

1 M/S Medicamp International, Rwp
Broche Nurteks 

Medical Turkey 
TUR Drape Set Y Y EX Y Y Y Y Approved - Responsive

81

1 M/S Medicamp International, Rwp
Lamidey Noury 

Medical France 

Bipolar Plasma Electrode for

 Resection 24Fr, Thick, 

30degree, with cable

Y Y EX Y Y Y Y Approved -  Responsive

82

1 NQ

83

1 NQ

84

1 NQ

85

1 NQ

86

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

Glide wire with 

Hydrophilic 

Tip Straight 0.035

Y Y EX Y Y Y Y Rejected NO SAMPLE Non Responsive

Bipolar Plasma Electrode for Resection 24Fr, Thick, 

30degree, with cable

Glide wire 0.035

Urometer Bag

Pigtail catheter 6Fr

Pigtail catheter 8Fr

TUR Loop 30degree compatible with Wolf Resect scope 26Fr Single stem

Pneumatic Lithoclast Probe for Nephroscope (Swiss 

Lithoclast)

TOT (Transobturator Taping) Set

Permacatheter for Hemodialysis 14FR, 26cm 

Y-Irrigation Tubing for TUR

TUR Drape Set
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

87

1 M/S Medicamp International, Rwp
MEDpro Medical 

Netherlands 

Glide wire with 

Hydrophilic 

Tip Straight 0.025

Y Y EX Y Y Y Y Rejected NO SAMPLE Non Responsive

88

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y NO SAMPLE NO SAMPLE Non Responsive

89

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson Sutures Absorbable - PDS Y Y N Y Y Y Approved - Non Responsive

90

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y approved -  Responsive

2 M/S Muller & Phipps, Lahore Johnson & Johnson ENSEAL X1 Large Jaw Y Y N Y Y N Y Approved - Non Responsive

91

1 M/S Muller & Phipps, Lahore Johnson & Johnson ENSEAL X1 Curved  Y Y EX Y Y Y Y Approved -  Responsive

92

1 M/S Popular International, Multan Covidien Y Y EX Y Y Y Y Approved -  Responsive

93

1 NQ

94

1 NQ

PDS Sutures 6/0

PDS Sutures 4/0

Vessel sealing shear advance Bipolar compatible with Enseal generator 23cm×5mm

Light bulb for Karl storz Nova 300

Hemlock clip cartridge (Medium/Large)

Laparoscopic Johan’s Atraumatic grasper Reusable 

36cm×5mm (25mm Jaw)

EXTRA DEMANDED ITEM

Glide wire 0.025

PDS Sutures 5/0
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

1

1 NQ

2

1 M/S Muller & Phipps, Lahore Johnson & Johnson Sutures Absorbable-Vicryl Y Y Y Y Y Y Y Approved -  Responsive

3

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

4

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y Approved - Non Responsive

5

1 M/S Popular International, Multan Covidien Y Y EX Y Y N Y No Sample Non Responsive

6

1 NQ

7

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

8

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

9

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y No Sample No Sample Non Responsive

10

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

11

1 NQ

12

Telescope (Laparoscopic) 10mm 45ᵒ

Knot less suture 2/0

Knot less suture 0

Collagen Mash 30x30

Wound protector median 

Surgical loupe 3.5

Vicryl 0 ē J Needle

Xenon 300 Bulb for light source compatible ē Techno 

40 Liters CO2 insufflator for laparoscope 

Facial closure tricar 12mm

Composit mesh for lap hernia 15x20

Telescope (Laparoscopic) 05mm 30ᵒ
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

1 NQ

13

1 NQ

14

1 NQ

15

1 NQ

16

1 NQ

17

1 NQ

18

1 NQ

19

1 NQ

20

1 M/S Popular International, Multan Covidien Y Y Y Y Y Y Y Approved -  Responsive

21

1 NQ

22

1 NQ

23

1 NQ

24

1 NQ

Reusable scissor Laparoscopic 

Haemolock small size (Reuseable)

Haemolock medium size (Reuseable)

Haemolock large size (Reuseable)

Fienochito self retaining small size chest retractor. 

Xenon Bulb for Light Source Compatible with Olympus 

Laparoscope

Olympus Thunderbeat Pistol Grip Instrument, 5mm, 

45cm SB-0545PC

Olympus Thunderbeat Inline Grip Instrument, 5mm, 

10cm SB-0510IC

Olympus Thunderbeast Open Fine Jaw

Haemolock clip (small size)

Haemolock clip (medium size)

Haemolock clip (large size)
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF ADVANCE  DISPOSABLE ITEMS FOR THE YEAR 2022-23

Compulsory Criteria

25

1 M/S Popular International, Multan Integra USA Y Y Y Y Y Y Y Approved -  Responsive

Prof. Dr. Muhammad Nasir Ali

Professor of Orthopedic Department 

B.V. Hospital, Bahawalpur 

(Chairman TAC)

Miss. Beenish Rana

Pharmacist Kidney Center

Miss Amna Saeed

Pharmacist  B.V. Hospital, 

Dr. Syed Tariq Hassan

A.M.S Medical Store

Sadiq Abbasi Hospital 

Bahawalpur

HOD Surgery Department 

B.V.Hospital Bahawalpur

Mr. Khaqan Saleem

Pharmacist Cardiac Center

 Dr. Imran Nazir

Pharmacist A&E Department,

Dr. Shabana Anwar

Pharmacist Sadiq Abbasi 

Hospital,                       

Dr. Sajjad Mozzam

A.M.S Medical Store

B.V. Hospital Bahawalpur

Dr. Wajhat Hussain                    

Demonstrator Community 

Medicine Department, 

Bahawalpur 

Dr. Saliha Zafar 

Consultant Pathologist Pathology 

Department 

Prof. Dr. Ameer Ahmed Malik 

Head of Pediatric Medicine 

Department                                                                     

Dr. Sara Raza                              

Assistant Professor of Pathology 

Deptt.

Dr. Zafar Iqbal Ghafoor                                  

Assistant Professor of 

Pharmacology Deptt.                                                                    

Thompson abdominal retractor system
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