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CHECK LIST 

 

TENDER FOR THE PURCHASE OF 2nd  RE TENDER OF LAB KIT & CHEMICAL FOR QMC, BVH & S.A HOSPITTAL 

BAHAWALPUR FOR THE YEAR 2023-24 
 

Task M/S A.M Healthcare Multan  M/S Diagnostic Medical Associate 

Rawalpindi 

Tender/ Bid must be in ring bidding form Yes  Yes  

Tender/ bid must be properly sequenced,  Annexed and page marked  Yes  Yes  

Tender / bid must be properly signed and stamped Yes  Yes  
Tender Purchase Receipt Attached Yes  Yes  

NIC attested copy attached Yes  Yes  

NTN  attested copy attached Yes  Yes  

STN  attested copy attached Yes  Yes  

One Year Business History  Yes  Yes  

Authority Letter / distribution certificate of manufacture / Importer Yes  Yes  

Establishment License/ License to import  Yes Yes  

Quality Certificate Yes  Yes  

Affidavit regarding non black listing of the firm Yes  Yes  

Affidavit regarding Price Reasonability Certificate  of the firm Yes  Yes  

Technical Eligibility of Firm 

 
Eligible  Eligible 
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TECHNICAL COMPARATIVE STATEMENT TENDER FOR THE PURCHASE OF 1st RE-TENDER LAB KIT & CHEMICAL FOR 

QMC, BVH, PIC & S.A HOSPITTAL BAHAWALPUR FOR THE YEAR 2023-24 

 

SR. NO NAME OF ITEM TOTAL DEMAND 

1.  GLUCOSE  

For P-500 onward Items No.39 

58 kits 

 

 

2.  UREA 95 kits 

 

 

3.  CREATININ 95 kits 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rwp.  

Diatron  6x60ml Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of 

Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 

Associate Rwp.  

Diatron  6x23.5ml+6x23.5ml Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 
Associate Rwp.  

Diatron  6x20ml+6x20ml Sample Eligible  

 

----- Responsive 
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4.  URIC ACID 5 kits 

 

5.  TOTAL BILIRUBIN 78 kits 

 

6.  ALT (SGPT) 80 kits 

 
7.  

 

ALP (ALKALINE PHOSPHAT) 113 kits  

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 
Associate Rwp.  

Diatron  6x22ml+6x22ml Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 

Associate Rwp.  

Diatron  6x40ml+6x10ml Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 

Associate Rwp.  

Diatron  6x36ml+6x9ml Sample Eligible  
 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 
Associate Rwp.  

Diatron  6x20ml+6x20ml Sample Eligible  

 

----- Responsive 
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8.  TOTAL CHOLESTROL 8 kits 

 
9.  TRIGLYCERIDE 5 kits 

 
10.  HDL  CHOLESTROL 5 kits 

 

11.  CK-MB 12 kits 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rwp.  

Diatron  6x60ml Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rwp.  

Diatron  6x60ml Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rwp.  

Diatron  6x35.1ml 

+ 
6x11.7ml 

Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rwp.  

Diatron  2x16ml + 

2x4ml 

Sample Eligible  

 

----- Responsive 
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12.  CPK 6 kits 

 
13.  AST (SGOT) 4 kits 

 
14.  LDH 4 kits 

 
15.  CALCIUM 4 kits 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rwp.  

Diatron  6x32ml 

6x8ml 

Sample Eligible  

 

----- Responsive 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rwp.  

Diatron 6x36ml + 

6x9ml 

Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 

Associate Rwp.  

Diatron 6x32ml+6x8ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rwp.  

Diatron 8x21ml Sample eligible  ----- Responsive  
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16.  PHOSPHOROUS 4 kits 

 

17.  TOTAL PROTEIN 2 kits 

 

18.  MAGNESIUM 2 kits 

 
19.  ALBUMIN 2 kits 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rwp.  

Diatron 8x21ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 

Associate Rawalpindi  

Diatron 6x25ml+6x25ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 8x9ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 8x21ml Sample eligible  ----- Responsive  
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20.  CRP QUANTITATIVE REAGENT 8 kits  

 
21.  CRP CONTROLE 1 kit 

 
22.  CRP CALIBRATOR 1 kit 

 
23.  ASO TITER QUANTITATIVE REAGENT 6 kits 

 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 6x36+6x9 Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 12x5ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 5x1x1ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rawalpindi  

Diatron 4x30+4x6ml Sample eligible  ----- Responsive  
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24.  ASO T CALIBRATOR 1 kit 

 
25.  ASO T CONTROLE 1 kit  

 
26.  HBA1C REAGENT 12 kits 

 
27.  HBA1C DENATURANT 10 kits 

  

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 12x5ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 5x1x1ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample 

/ Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical 

Associate Rawalpindi  

Diatron 2x15+2x15+2x25 Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rawalpindi  

Diatron 2x100ml Sample eligible  ----- Responsive  
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28.  HBA1C CONTROLE 1 kit 

 
29.  HBA1C CALIBRATOR 2 kit 

 
30.  MEDICALCHEMISTRY CALIBRATOR 7 kits 

 
31.  CONTROLE  L 1 4 kits 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 2x2x0.25ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 12x5ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 12x5ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 12x5ml Sample eligible  ----- Responsive  
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32.  CONTROLE L 2 5 kits 

 

33.  REACTION CUVETTES 55 packs 

 
34.  CLENING SOLUTION 55 kits 

 
35.  ADITIVE WASH SOLUTION 55 kits 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rawalpindi  

Diatron 12x5ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 5 Per rack 

(40Pcs) 
Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 2x250ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 2x250ml Sample eligible  ----- Responsive  
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36.  CUVETTE CLEANER 85 kits 

 
37.  PERISTALTIC PUMP TUBE 12 no 

 
38.  HALOGEN LAMP P-500 CHEMISTRY ANALYZER 3 no 

 
39.  DRIER PUMP DIAPHRAM 6 Nos. 

 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 2x100ml Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron 03 Pcs. Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 

Rawalpindi  

Diatron Each Sample eligible  ----- Responsive  

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S Diagnostic Medical Associate 
Rawalpindi  

Diatron/ Diagnostic Medical 
Associates, Diatron 

01 Pcs Sample eligible  ----- Responsive  
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40.  Alkaline Phosphate (ALP) 

For Cobas C-303 Instrument  

72000 Test BVH 

 

 

 
 

Sr. 

No 

NAME OF FIRM Manufacture       

Importer/Make/Made/Brand 

Pack Size Status of Sample / 

Quality 

Certificate (QC) 

Reason of Rejection  Decision  for TAC 

1. M/S A.M Healthcare Multan  EEC/ Japan/ USA 1100 Tests Sample eligible  ----- Responsive  


