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1 CD Recordable

1 M/S  Gennex Technology, Lahore CD / DVD N N N Y N N Y NA rejected No sample NON RESPONSIVE

2 6FJL 3

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y Approved - RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

3 6FJL3.5 

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y rejected
Not good for 

redial
NON RESPONSIVE

3 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good quality NON RESPONSIVE

4 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

4 6FJR3.5 

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y Approved - RESPONSIVE

3 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good quality NON RESPONSIVE

4 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

5 6FJL4 

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y Approved - RESPONSIVE

2 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good quality NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23

S.N Name of Firm Manufacturer Brand name

Compulsory Criteria

Reason Of Rejection Remarks

Page 1 of 30



Agency 

Agreement

(Y/N)

Establishment/ 

Import 

Certificate

(Y/N)

Registration

 / Provisional 

Enlistment  (Y/N)

Manufacutrer 

Specification 

and Quality 

Evaluation 

Report 

(Y/N)

Quality 

Certificate

(Y/N)

Free Sale 

Certificate 

(Y/N)

Affidavit

(Y/N)

Affidavit 

(Safe For 

human 

Use)

(Y/N)

Sample Status

TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23
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Compulsory Criteria

Reason Of Rejection Remarks

6 6FJR4

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y Approved - RESPONSIVE

3 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected
Not good quality 

for radial
NON RESPONSIVE

4 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

7 JL3.5,5F 

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y rejected
Not good quality 

for radial
NON RESPONSIVE

3 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected
Not good quality 

for radial
NON RESPONSIVE

4 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

8 JR5 ,6F 

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y Approved - RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

9 JL5 ,6F 

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y Approved - RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y Approved - RESPONSIVE

10 JL 6, 6F

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23

S.N Name of Firm Manufacturer Brand name

Compulsory Criteria

Reason Of Rejection Remarks

11 Hockey stick diagnostic catheter 6 F

1 N.Q

12 Cobra diagnostic catheter 6 F

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Tempo Y Y Y Y Y Y Y Y approved - RESPONSIVE

13
Diagnostic catheter Amplatz  AL  Left 

6F all sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sampleNo 

experieNce
NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

14
Diagnostic catheter Amplatz AR Right 

6F all sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y N Y Y Y Y N approved - NON RESPONSIVE

15 Judkins Diagnostic Catheter JL4 5F

1 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

16 Judkins Diagnostic catheter JL3.5 5F

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23

S.N Name of Firm Manufacturer Brand name
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3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y Y Y Y Y Y N rejected Not good NON RESPONSIVE

17 Judkins Diagnostic catheter JR4 5F

1 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y Y Y Y Y Y approved - RESPONSIVE

18
Transradial 5F Tiger Diagnostic 

Catheter

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Intek Corporation, Rwp Terumo Optitorque Y Y Y N Y N Y N approved - NON RESPONSIVE

3 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

4 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

5 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

19 LIMA Diagnostic Catheter All sizes

1 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

20
Left and Right Coronary bypass 

catheter all sizes

1 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

21 3DRC Diagnostic catheter 6F

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

y
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22 nIH Catheter 5F

1 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

23 nIH Catheter 6F

1 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

24
Multipurpose Catheter 6F diagnostic 

All sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral all 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

25
Multipurpose Catheter 5F diagnostic 

All sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral all 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

26
Pigtail Catheter All size Straight & 

angled

1 M/S Health Tec, Rwp Pendracare, netherlands Pointer Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Infiniti Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Dxterity 

Diagnostic 

Femoral all 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23
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Reason Of Rejection Remarks

27 Head Hunter Diagnostic Catheter

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Tempo Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

28 Radial introducer sheath  kit5F 

1 M/S Medilinq Enterprises, Lahore Sunwong / Korea Accu Sheath Y Y Y Y Y Y Y Y rejected spasm NON RESPONSIVE

2 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected
No sample-No 

experieNce
NON RESPONSIVE

3 M/S Intek Corporation, Rwp Lepu Medical
Shocin 

IntoducervKit
Y Y Y N Y Y Y N rejected Not good NON RESPONSIVE

4 M/S Health Tec, Rwp 
SCW Medicath Ltd China  

CE Marked 

SCW 

Medicath 
Y Y N Y Y N Y Y approved - RESPONSIVE

5 M/S Global Marketing Services, Rwp Cordis, USA Avanti Y Y Y Y Y Y Y Y approved - RESPONSIVE

6 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N rejected spasm NON RESPONSIVE

29 Radial Introducer Sheath kit 6F

1 M/S Medilinq Enterprises, Lahore Sunwong / Korea Accu Sheath Y Y Y Y Y Y Y Y rejected spasm NON RESPONSIVE

2 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected spasm NON RESPONSIVE

3 M/S Intek Corporation, Rwp Lepu Medical
Shocin 

IntoducervKit
Y Y Y N Y Y Y N rejected spasm NON RESPONSIVE

4 M/S Health Tec, Rwp 
SCW Medicath Ltd China  

CE Marked 

SCW 

Medicath 
Y Y N Y Y N Y Y approved - NON RESPONSIVE

5 M/S Global Marketing Services, Rwp Cordis, USA Avanti Y Y Y Y Y Y Y Y approved - RESPONSIVE

6 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N rejected spasm NON RESPONSIVE

30 Radial Introducer Sheath kit 7F

1 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected spasm NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Avanti Y Y Y Y Y Y Y Y approved - RESPONSIVE
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TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23

S.N Name of Firm Manufacturer Brand name
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31
Femoral introducer Sheath ē puncture 

needle 6F

1 M/S Medilinq Enterprises, Lahore Sunwong / Korea Accu Sheath Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N approved - NON RESPONSIVE

3 M/S Intek Corporation, Rwp Lepu Medical
Shocin 

IntoducervKit
Y Y Y N Y Y Y N approved - NON RESPONSIVE

4 M/S Health Tec, Rwp 
SCW Medicath Ltd China  

CE Marked 

SCW 

Medicath 
Y Y N Y Y N Y Y approved -  NON RESPONSIVE

5 M/S Global Marketing Services, Rwp Cordis, USA Avanti Y Y Y Y Y Y Y Y approved - RESPONSIVE

6 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

32
Femoral introducer Sheath ē puncture 

needle 7F

1 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N approved - NON RESPONSIVE

2 M/S Health Tec, Rwp 
SCW Medicath Ltd China  

CE Marked 

SCW 

Medicath 
Y Y N Y Y N Y Y approved - NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Avanti Y Y Y Y Y Y Y Y rejected
No puNcture 

Needle
NON RESPONSIVE

4 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N rejected
No sample-No 

experieNce
NON RESPONSIVE

33
Femoral introducer Sheath ē puncture 

needle 8F

1 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N approved - NON RESPONSIVE

2 M/S Health Tec, Rwp 
SCW Medicath Ltd China  

CE Marked 

SCW 

Medicath 
Y Y N Y Y Y N Y approved -  NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Avanti Y Y Y Y Y Y Y Y rejected
No puNcture 

Needle
NON RESPONSIVE

4 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

34 Long Sheaths 45cm

1 M/S 4S International, Karachi Balton SP Zoo Y Y Y Y N N Y N approved - NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA CSI Brite Tip Y Y Y Y Y Y Y Y approved - RESPONSIVE

M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

35 Guiding Catheter 6FJL4
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1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected
torque is Not 

good
NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

36 Guiding Catheter 6FJR4

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

37 Guiding Catheter 6FJL3.5

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

38 Guiding Catheter 7FJL3.5

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

39 Guiding Catheter 6FJL5

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE
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40 Guiding Catheter 7FJR4

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected

No sample-No 

experieNce
NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

41
Multi Aortic Curve Guiding Catheter 

6F

1 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

42 Hockey stick Guiding catheter 6 F

1 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

43 MP guiding Catheter all sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Not 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium MPA Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

44 LIMA guiding Catheter All sizes

1 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

45 Guiding Catheter Extrabackup 6F3.5

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE
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4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

46 Guiding Catheter Extrabackup 6F3.0

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

47 Guiding Catheter Extrabackup 7F3.5

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected No sample NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

48 Guiding Catheter Extrabackup 7F3.0

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

49
Guiding catheter Amplatz Left 6F AL 

All sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

50
Guiding catheter Amplatz AR rightAll 

sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE
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2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

51 Guiding catheter extrabackup Right 6F

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected Not good NON RESPONSIVE

2 M/S Health Tec, Rwp Pendracare netherlands Primium Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE

3 M/S Global Marketing Services, Rwp Cordis, USA Vista Brite Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Medtronic Pakistan, Karachi Medtronic, USA

Launcher 

Guiding 

Catheters EBU 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

52
Support Catheter for Peripheral 

Intervention

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y N Y Y approved - NON RESPONSIVE

53

DES : second Generation top of the line 

with thin strut, all Diameters, Length 

up to 38mm, 

1 M/S Muller & Phipps, Multan Otsuka 
EucalIMUS 

Stent 
N N Y Y N N Y N rejected NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Xience Prime Y Y Y Y Y Y Y Y approved - RESPONSIVE

54
DES : second Generation, all Diameters 

up to 48mm,

1 M/S Muller & Phipps, Multan Otsuka 
EucalIMUS 

Stent 
N N Y Y N N Y N rejected Not good NON RESPONSIVE

2 M/S Digital Imaging Systems, Lahore Abbott Vascular 
Xience 

Xpedition
Y Y Y Y Y Y Y Y approved - RESPONSIVE

55

DES : second Generation Budget 

stents, all Diameters, Length up to 

38mm,

1 M/S Medtronic Pakistan, Karachi Medtronic, Galway, Ireland 

Resolute 

Integity. 

Diameter 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

56 DES: third Generation Polymer Free

1 N.Q

57 Coronary Covered stent / graft 

1 M/S Verizon, Lahore Bentley Med Y Y Y Y Y Y Y N approved - NON RESPONSIVE

58 All sizes ,Monorail, complaint 
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1 M/S Muller & Phipps, Multan Otsuka 
EucaVI PTCA 

Balloon
N N Y Y N N Y N approved - NON RESPONSIVE

2 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y Y Y N approved RESPONSIVE 

3 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Health Tec, Rwp Blue Medical, netherlands Everest-Sc Y Y Y Y Y Y Y Y approved - RESPONSIVE

5 M/S Global Marketing Services, Rwp Cordis, USA neon Y Y Y Y Y Y Y Y approved - RESPONSIVE

6 M/S Medtronic Pakistan, Karachi Medtronic, Mexico 

Sprinter 

Legend. 

Diameter- 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

59 All sizes ,Monorail, non complaint 

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y Y Y N approved - NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Health Tec, Rwp Blue Medical, netherlands Force-nc Y Y Y Y Y Y Y Y approved - RESPONSIVE

4 M/S Global Marketing Services, Rwp Cordis, USA neon nC Y Y Y Y Y Y Y Y approved - RESPONSIVE

5 M/S Medtronic Pakistan, Karachi Medtronic, Mexico 

nC Euphora. 

Diameter 2.0 - 

5.0 Length 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

60 All sizes over the Wire, Peripheral , 

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y Y Y Y approved - NON RESPONSIVE

61
All sizes monorail, non compliant super 

high pressure balloon upto 35atm

1 M/S Medilinq Enterprises, Lahore SIS Medical / Switzerland OPn C Balloon Y Y N Y Y Y Y Y approved - NON RESPONSIVE

62
Pulmonary valvuloplasty balloon all 

sizes

1 M/S Intek Corporation, Rwp Dr Osypka VACS II N Y Y Y Y Y Y N approved - NON RESPONSIVE

63
Intra- Aortic Balloon, all sizes FDA 

Approved

1 M/S Mediland Pakistan Pvt Ltd, Lahore Maquet Y Y N Y Y Y Y N approved - NON RESPONSIVE

2 M/S Cardiac Care, Lahore InSIGHTRA, USA Y Y Y Y Y Y Y Y rejected Not good NON RESPONSIVE
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64 OTW Balloon

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

65 Drug Eluting Balloon  All sizes

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Health Tec, Rwp Blue Medical, netherlands Y Y Y Y Y Y Y Y approved - RESPONSIVE

66 Trapping Balloons All Sizes

1 N.Q

67
Lesion Modifying Balloon, Cutting, 

Choclate 0.018, 0.35’

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

68 Mullen’s sheath 8F for PTMC 

1 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

69 Intra atrial septal Puncture needle

1 N.Q

70 PTMC balloon all sizes

1 M/S Verizon, Lahore Toray JPn Y Y Y Y Y Y Y N approved - NON RESPONSIVE

71 Wires for peripheral intravascular

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y N Y Y approved - NON RESPONSIVE

2 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Medtronic Pakistan, Karachi ev3, inc nitrex Guide Y Y Y Y Y Y Y N approved - NON RESPONSIVE

72 Peripheral Self-Expendable Stents

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y N Y Y approved - NON RESPONSIVE

2 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Medtronic Pakistan, Karachi ev3, inc Everflex Y Y N Y Y Y Y N approved - NON RESPONSIVE
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73 Peripheral Balloons All Sizes

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y Y Y Y approved - NON RESPONSIVE

2 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Medtronic Pakistan, Karachi ev3, inc ever cross Y Y N Y Y Y Y N approved - NON RESPONSIVE

74 Peripheral Covered Stents

1 M/S Verizon, Lahore Bentley Med Y Y Y Y Y Y Y N approved - NON RESPONSIVE

75

Hydrophilic intermediate type, 

moderate support straight tip, 0.014 

inch x 175-195cm, 

1 M/S Digital Imaging Systems, Lahore Abbott Vascular BMW Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Heart Care System, Lahore Asahi Intec Rinato Y Y Y Y Y Y Y N rejected No sample NON RESPONSIVE

3 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y rejected No sample NON RESPONSIVE

76

Hydrophilic intermediate type, 

moderate support straight tip, 0.014 

inch x 300 cm,,

1 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

77

Hydrophilic intermediate type, 

moderate support straight tip, 175-

195cm

1 M/S Heart Care System, Lahore Asahi Intec Fielder Fc Y Y Y Y Y Y Y N approved - RESPONSIVE

2 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

78
Hydrophilic intermediate type, 

moderate support straight tip, 300 cm

1 M/S Heart Care System, Lahore Asahi Intec RG3 Y Y Y Y N Y Y N approved - NON RESPONSIVE
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79

Hydrophilic intermediate type, Highest 

support straight tip, 0.014 inch x 175-

195cm, 

1 M/S Heart Care System, Lahore Asahi Intec Sion Y Y Y Y Y Y Y N approved - NON RESPONSIVE

80

Hydrophilic  tough crossing type, 

highest tip load straight tip, 0.014 inch 

x 175-195cm 

1 N.Q

81

Hydrophilic  extra support type, higher 

support  straight tip, 0.014 inch x 175-

195cm,

1 M/S Heart Care System, Lahore Asahi Intec
Gaia Ist,2nd, 

3rd 
Y Y Y Y N Y Y N approved - NON RESPONSIVE

82
Hydrophilic,  floppy, type soft straight 

tip, 0.014 inch x 175-195cm, 

1 M/S Heart Care System, Lahore Asahi Intec Sion Blue Y Y Y Y N Y Y N approved - NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y rejected No sample NON RESPONSIVE

83
0.035 Extra Stiff Exchange 

length,200cm-300cm

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y N Y Y approved - NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Emarled Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

84 0.025” guide wire J tip exchange length

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Emarled Y Y Y Y Y Y Y Y approved -  RESPONSIVE

3 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

85
0.035’ Hydrophilic Guide wire straight 

tip 150cm   (Glide wire)

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Intek Corporation, Rwp Terumo
Radifocus 

Guidewire 
Y Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y
Non 

Notarized
Y Y approved - NON RESPONSIVE

4 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE
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86
0.035’ Hydrophilic Guide wire J tip 

150cm   (Glide wire)

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Intek Corporation, Rwp Terumo
Radifocus 

Guidewire 
Y Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y N Y Y approved - NON RESPONSIVE

4 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

87
0.035’ Hydrophilic Guide wire straight 

tip 260cm   (Glide wire)

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Intek Corporation, Rwp Terumo
Radifocus 

Guidewire 
Y Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y N Y Y approved - NON RESPONSIVE

4 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

88
0.035’ Hydrophilic Guide wire J tip 

260cm   (Glide wire)

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Intek Corporation, Rwp Terumo
Radifocus 

Guidewire 
Y Y Y Y Y Y N approved - NON RESPONSIVE

3 M/S Health Tec, Rwp SP Medical Denmark Y Y N Y Y N Y Y approved - NON RESPONSIVE

4 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

89
Amplatz 0.038” exchange length extra 

stiff

1 N.Q

90 Exchange Guide Wire (260 cm)

1 M/S Health Tec, Rwp SP Medical Denmark Accoat Y Y Y Y Y N Y Y approved - NON RESPONSIVE

2 M/S Global Marketing Services, Rwp Cordis, USA Emarled Y Y Y Y Y Y Y Y approved -  RESPONSIVE

3 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

91 Guide Wire 0.035, 150cm

1 M/S Health Tec, Rwp 
SCW Medicath Ltd China 

CE Marked

SCW 

Medicath
Y Y Y Y Y N Y Y approved - NON RESPONSIVE

Page 16 of 30



Agency 

Agreement

(Y/N)

Establishment/ 

Import 

Certificate

(Y/N)

Registration

 / Provisional 

Enlistment  (Y/N)

Manufacutrer 

Specification 

and Quality 

Evaluation 

Report 

(Y/N)

Quality 

Certificate

(Y/N)

Free Sale 

Certificate 

(Y/N)

Affidavit

(Y/N)

Affidavit 

(Safe For 

human 

Use)

(Y/N)

Sample Status

TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23

S.N Name of Firm Manufacturer Brand name

Compulsory Criteria

Reason Of Rejection Remarks

2 M/S Global Marketing Services, Rwp Cordis, USA Emarled Y Y Y Y Y Y Y Y approved -  RESPONSIVE

3 M/S Verizon, Lahore Cook Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

92 0.014 Peripheral Guidewire

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y N Y Y approved - NON RESPONSIVE

93 Coronary Guidewire

1 N.Q

94
Clot Retrieval Device for cerebral 

circulation

1 M/S Intek Corporation, Rwp Microvention Terumo ERIC N Y N N N N Y N approved - NON RESPONSIVE

95 Micro Catheter for cerebral circulation

1 M/S Intek Corporation, Rwp Microvention Terumo 
Headway 

17,27
N Y N N N N Y N approved - NON RESPONSIVE

96
Balloon tip guide for cerebral 

circulation

1 N.Q

97
Sofia plus  aspiration catheter for 

cerebral circulation

1 M/S Intek Corporation, Rwp Microvention Terumo Sophia Plus N Y N N N N Y N approved - NON RESPONSIVE

98 Permanent Pace Maker Single chamber

1 M/S Medtronic Pakistan, Karachi
Medtronic, Switzerland / 

Singapore
Sphera Y Y Y Y Y Y Y N approved - NON RESPONSIVE

99 Permanent Pace Maker Dual chamber

1 M/S Medtronic Pakistan, Karachi
Medtronic, Switzerland / 

Singapore
Sphera Y Y N Y Y Y Y N approved - NON RESPONSIVE

100
Permanent Pace Maker Single 

chamber MRI Compatible

1 M/S Flowtronix System, Rwp

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi
Medtronic, Switzerland / 

Singapore
Sphera Y Y N Y Y Y Y N approved - NON RESPONSIVE

101
Permanent Pace Maker Dual chamber 

MRI Compatible

rejected due to financial bid attached with Technical Bid
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1 M/S Flowtronix System, Rwp

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Medtronic Pakistan, Karachi
Medtronic, Switzerland / 

Singapore
Sphera Y Y N Y Y Y Y N approved - NON RESPONSIVE

102
Temporary pacemaker (leads only) 

compatible with TPM machine

1 M/S Medilinq Enterprises, Lahore Fiab / Italy Spike LC Y Y Y Y Y Y Y Y approved - RESPONSIVE

103
ACT tube compatible with machine 

(Actalyte, Hemochron) (ACT Tester)

1 M/S Mughees Medicine Company, Bwp USA
Medcomp 

USA
N Y Y Y Y Y Y Y approved - NON RESPONSIVE

104

Angioplasty full disposable set

 (1 Pc angiography Drape 4 Holes,

2Pcs Fluoroscopy Cover,

1 Pc Betadine Sponge,

1 pc towel,

1pc Back Table Cover,

1 pc plain drape)

1 M/S Medicamp International, Rwp Broche nurteks Turkey Y Y ex Y Y Y Y Y approved -  RESPONSIVE

2 M/S Cardiac Care, Lahore Interset, Turkey Y Y ex Y Y Y Y Y approved - RESPONSIVE

105
Inflation Device with Y Connector 03 

Way All sizes

1 M/S Digital Imaging Systems, Lahore Abbott Vascular Priority Pack Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Cardiac Care, Lahore
Perouse Medical (Vygon), 

Europe 
Y Y N Y Y Y Y Y rejected - NON RESPONSIVE

3 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

4 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

5 M/S Health Tec, Rwp 
SCW Medicath Ltd China 

CE Marked

SCW 

Medicath
Y Y Y Y Y N Y Y approved - NON RESPONSIVE

106 Reinforced Skin  Closures

1 N.Q

107
Suture based Vascular Closure Device 

(All Sizes)

1 N.Q

rejected due to financial bid attached with Technical Bid
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108
Collagen Plug Based Vascular Closure 

Device (All Sizes)

1 N.Q

109 Embolic Protection Devices Coronaries

1 M/S Medtronic Pakistan, Karachi ev3, inc

SipderFx 

Embolicdital 

protection 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

110 Pressure line 120cm

1 M/S Cardiac Care, Lahore Pro-Active Italy Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Ali Gohar & Co, Bwp Smiths Medical, UK Smith Medical Y Y N Y Y Y Y N approved - NON RESPONSIVE

111 Pressure line 1200 PSI (230cm)

1 N.Q

112 Three Way Stopcock Standard

1 M/S Flowtronix System, Rwp

113 Manifold 2 port

1 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected NON RESPONSIVE

2 M/S Intek Corporation, Rwp Lepu Medical Manifold Y Y Y N N N Y N approved - NON RESPONSIVE

3 M/S Medilinq Enterprises, Lahore Y Y Mfg Not varifiable Y Y Y Y Y approved - NON RESPONSIVE

114 Manifold 3 port

1 M/S Medilinq Enterprises, Lahore Medline / USA nAMIC Y Y Mfg Not varifiable Y Y Y Y Y approved - NON RESPONSIVE

2 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

3 M/S Intek Corporation, Rwp Lepu Medical Manifold Y Y N N N Y N approved - NON RESPONSIVE

115 Manifold 3 port with tubing

1 M/S Ali Gohar & Co, Bwp Smiths Medical, UK
Smith Medical 

/ Medex
Y Y N Y Y Y Y N approved - NON RESPONSIVE

2 M/S 4S International, Karachi AnnTOM MEDICAL Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

116
FFR pressure wire (BVH Cath Lab 

compatible)

rejected due to financial bid attached with Technical Bid
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1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

117 ROTA link Plus With ROTA wire

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

118 Thrombus Aspiration Catheter

1 M/S 4S International, Karachi APT MEDICAL Y Y N Y Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Intek Corporation, Rwp Kaneka Thrombuster ii Y Y Y N Y
Non 

Notarized
Y N approved - NON RESPONSIVE

3 M/S Medtronic Pakistan, Karachi Medtronic, USA 

Export 

Advance 

Catheter 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

119
IVUS Catheter (Polaris BVH Cath Lab 

compatible)

1 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

120 Goose neck Multi loop Snare Catheter

1 M/S Medtronic Pakistan, Karachi ev3, inc

Amplatz 

Goose neck 

snare Kit

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

121 Snare single loop Catheter all sizes

1 M/S Medtronic Pakistan, Karachi ev3, inc

Amplatz 

Goose neck 

snare Kit

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

122 Radial Pneumatic Occlusion Band

1 N.Q

123 Coils For Embolization 

1 M/S Verizon, Lahore Cook Medical Y Y Y Y Y Y Y N approved - NON RESPONSIVE

2 M/S Medtronic Pakistan, Karachi ev3, inc

Concerto 

Detachable 

Embolization 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

124 Coronary micro catheter 135cm

1 M/S Intek Corporation, Rwp Orbus  neich Teleport Y Y Y Y Y Y Y N rejected No sample NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Verizon, Lahore Teleflex / VSI Y Y Y Y Y Y Y N approved - NON RESPONSIVE

125 Coronary micro catheter 150cm
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1 M/S Intek Corporation, Rwp Terumo Fine Cross Y Y Y Y Y Y Y N approved - NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Verizon, Lahore Teleflex / VSI Y Y Y Y Y Y Y N approved - NON RESPONSIVE

126
Coronary Micro catheter angled(All 

angles)

1 M/S Verizon, Lahore Teleflex / VSI Y Y Y Y Y Y Y N approved - NON RESPONSIVE

127 Guide extension catheter All sizes

1 M/S 4S International, Karachi APT MEDICAL Y Y Y Y Y
Non 

Notarized
Y N rejected No sample NON RESPONSIVE

2 M/S Ferozsons Laboratories, Lahore Boston Scientific Y Y N Y Y Y Y Y approved - NON RESPONSIVE

3 M/S Verizon, Lahore Teleflex / VSI Y Y Y Y Y Y Y N approved - NON RESPONSIVE

128
Double Lumen Intracoronary Micro 

catheter

1 M/S Intek Corporation, Rwp Kareka Crusade Y Y Y N Y
Non 

Notarized
Y N approved - NON RESPONSIVE

2 M/S Verizon, Lahore Teleflex / VSI Y Y Y Y Y Y Y N approved - NON RESPONSIVE

129 Aortic Punch all Size

1 M/S Cardiac Care, Lahore A&E Medica, USA Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Flowtronix System, Rwp

3 M/S Medtronic Pakistan, Karachi Medtronic, USA 
Medtronic 

Aortic Punch 
Y Y Y Y Y Y Y N approved - NON RESPONSIVE

130
Chest drainage Tube Without Trocer 

All Size

1 N.Q

131
Diathermy Earth Plate (for bowa) 4 

reuseable wires free

1 N.Q

132 Diathermy Lead (for bowa)

1 M/S Cardiac Care, Lahore FIAB, Italy Y Y N Y Y N Y Y approved - NON RESPONSIVE

133 BP Blade (Carbon Coated All Size)

rejected due to financial bid attached with Technical Bid
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1 N.Q

134
Central Venous Catheterization Set 

Triple Lumen 7 fr

1 M/S Cardiac Care, Lahore Vygon, Europe Y Y Y Y Y Y Y Y approved - RESPONSIVE

2 M/S Allmed Solution, Karachi Ameco Medical Industries Amecath Y Y Y Y Y Y Y N rejected poor quality NON RESPONSIVE

3 M/S Mughees Medicine Company, Bwp USA

Accriva / 

Werfi n IL, 

ITC USA

N Y Y Y Y Y Y Y rejected No sample NON RESPONSIVE

135 Cardio Vascular Drape Set 

1 M/S Medicamp International, Rwp Broche nurteks Turkey Y Y ex Y Y N Y N approved - NON RESPONSIVE

2 M/S Cardiac Care, Lahore Interest, Turkey Y Y Y Y Y Y Y Y approved RESPONSIVE

136
Oxygenator Adult Coated With 

Custom Pack And Arterial Filter

1 M/S Cardiac Care, Lahore Euroset, Italy Y Y Y Y Y N Y Y approved NON RESPONSIVE

2 M/S Medtronic Pakistan, Karachi Medtronic, USA 

Affinity Fusion 

Oxygenator 

with 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

137
Oxygenator Small Adult Coated With 

Custom Pack And Arterial Filter

1 M/S Medtronic Pakistan, Karachi Medtronic, USA 

Affinity Fusion 

Oxygenator 

with 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

138
Pressure Transducer for heart Lung 

Machine

1 M/S Flowtronix System, Rwp

139 Urin Meter

1 M/S noor International, Karachi Hitec Medical / China Hitec / Dyco Y Y N Y Y Y Y Y approved - NON RESPONSIVE

2 M/S Cardiac Care, Lahore Pahsco, Taiwan Y Y Y Y N Y Y Y approved - NON RESPONSIVE

140 Y Connector All Size

1 M/S Cardiac Care, Lahore Euroset, Italy Y Y Y Y Y N Y Y approved - NON RESPONSIVE

2 M/S Flowtronix System, Rwp

3 M/S Health Tec, Rwp 
SCW Medicath Ltd China 

CE Marked

SCW 

Medicath
Y Y Y Y Y N Y Y rejected poor quality NON RESPONSIVE

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

Page 22 of 30



Agency 

Agreement

(Y/N)

Establishment/ 

Import 

Certificate

(Y/N)

Registration

 / Provisional 

Enlistment  (Y/N)

Manufacutrer 

Specification 

and Quality 

Evaluation 

Report 

(Y/N)

Quality 

Certificate

(Y/N)

Free Sale 

Certificate 

(Y/N)

Affidavit

(Y/N)

Affidavit 

(Safe For 

human 

Use)

(Y/N)

Sample Status

TECHNICAL COMPARITIVE STATEMENT FOR TENDER OF SPECIALIZED CARDIAC CENTER FOR THE YEAR 2022-23

S.N Name of Firm Manufacturer Brand name

Compulsory Criteria

Reason Of Rejection Remarks

141 Endotracheal tube non cuffed 2.5-4.5

1 N.Q

142 Breathing circuit with water trap adult

1 M/S noor International, Karachi Rvent Medical / Turkey Rvent Y Y N Y Y Y Y Y approved
ambo bag must be 

supplied
NON RESPONSIVE

2 M/S Cardiac Care, Lahore Hsiner, Taiwan Y Y N Y Y
Non 

Notarized
Y Y rejected No sample NON RESPONSIVE

143
E.C.G roll for defibrillator (Bexin 

Cardio) 

1 N.Q

144 Ethibond 2/0 17mm taper point 75 cm

1 M/S Popular International, Multan Covidien / USA Y Y Y Y Y Y Y Y approved - RESPONSIVE

145 Ethibond 2/0 26mm taper point 90 cm

1 M/S Popular International, Multan Covidien / USA Y Y Y Y Y Y Y Y approved - RESPONSIVE

146
Arterial Line Sensor compatable with 

maquet 40

1 N.Q

147
Venous Line Sensor compatable with 

maquet 40

1 N.Q

148 Test Lung

1 N.Q

149
O.P.n.C with inflation gun or 

equivalent

1 M/S Medilinq Enterprises, Lahore SIS Medical / Switzerland OPn C Balloon pending already quoted at S.N  64

150
ABG sampling syringe (arterial blood 

sampling with dry lithium 3ml)

1 M/S Ali Gohar & Co, Bwp Smiths Medical, UK Portex Y Y N Y Y N Y N approved - NON RESPONSIVE

151 Bovine pericardium size 10 x 5 cm
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1 M/S Verizon, Lahore St. Jude Y Y Y Y Y Y Y N approved - NON RESPONSIVE

152 Chest binder all size 

1 N.Q

153 Myocardial temperature probe 

1 N.Q

154 Pericardial sump with connector 

1 M/S Flowtronix System, Rwp

155 Straight connectors all sizes

1 M/S Flowtronix System, Rwp

156

Cannula with connector, angled (450 ē 

Leuer lock connector), wire reinforced 

(adult) all sizes 

1 M/S Medtronic Pakistan, Karachi Medtronic, USA 

Select Series 

Aortic cannula 

angle tip 

Y Y N Y Y Y Y N approved - NON RESPONSIVE

157
Femoral cannula venous single stage all 

sizes wire reinforced 

1 N.Q

158
Femoral cannula venous two stages all 

sizes wire reinforced 

1 M/S Medtronic Pakistan, Karachi Medtronic, USA 

Bio Medicus 

Femoral 

Venous 

Y Y N Y Y Y Y N approved - NON RESPONSIVE

159
Femoral Cannula arterial 3/8 

connector

1 N.Q

160
Jugular 2-stage venous cannula for 

ECMO

1 N.Q

161 HSL set for ECMO

1 M/S Mediland Pakistan Pvt Ltd, Lahore Maquet Y Y N Y Y Y Y N approved - NON RESPONSIVE

162 PLS set for ECMO

1 M/S Mediland Pakistan Pvt Ltd, Lahore Maquet Y Y N Y Y Y Y N approved - NON RESPONSIVE

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid
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163
Suction Management Device(Vibratory 

peep therapy system)

1 M/S Ali Gohar & Co, Bwp Smiths Medical, UK Portex Y Y N Y Y N Y N approved - NON RESPONSIVE

164 Suction safety device with connectors

1 M/S Ali Gohar & Co, Bwp Smiths Medical, UK
Portex / 

Suction Pro 72
Y Y N Y Y N Y N rejected No sample NON RESPONSIVE

2 M/S Flowtronix System, Rwp

165 Anti-grade Cardioplegia Cannula  

1 M/S Flowtronix System, Rwp

2 M/S Medtronic Pakistan, Karachi Medtronic, USA 

DLP Aortic 

Root Cannula 

With 

Y Y N Y Y Y Y N approved - NON RESPONSIVE

166

Cardioplegia Delivery System with 

heat exchange ,mean temperature 

<10ºc

1 M/S Cardiac Care, Lahore Euroset, Italy Y Y Y Y Y N Y Y approved - NON RESPONSIVE

2 M/S Medtronic Pakistan, Karachi Medtronic, USA Medtronic Y Y N Y Y Y Y N approved - NON RESPONSIVE

167
Cardioplegia Delivery System with 

heat exchange ,mean temperature <7ºc

1 M/S Cardiac Care, Lahore Euroset, Italy Y Y Y Y Y N Y Y rejected
lower desired 

temperature
NON RESPONSIVE

2 M/S Medtronic Pakistan, Karachi Medtronic, USA Medtronic Y Y N Y Y Y Y N approved - NON RESPONSIVE

168

Aortic cannula with connector, angled 

(45֯  ē leure lock connector֯ ) wire 

reinforced (adult), all sizes

1 M/S Flowtronix System, Rwp

2 M/S Medtronic Pakistan, Karachi Medtronic, USA 

Select series 

Aortic cannula 

angle tip 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

169
Aortic cannula with connector, 

straight, all sizes 

1 M/S Flowtronix System, Rwp

M/S Medtronic Pakistan, Karachi Medtronic, USA 
DLP Felexible 

Arch Cannula 
Y Y Y Y Y Y Y N approved - NON RESPONSIVE

170
Venous cannula –single stage, straight 

All sizes  FR approved by FDA / CE

1 M/S Flowtronix System, Rwp

M/S Medtronic Pakistan, Karachi Medtronic, USA 

DLP Single 

Stage Venous 

Cannula 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid
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171
Venous cannula –single stage, Curved 

All sizes  FR approved by FDA / CE

1 M/S Flowtronix System, Rwp

172
Venous cannula – two stage All sizes  

FR approved by FDA / CE

1 M/S Flowtronix System, Rwp

M/S Medtronic Pakistan, Karachi Medtronic, USA 

MC2 Two 

Stage Venous 

Cannula 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

173 Retrograde Cannula

1 M/S Flowtronix System, Rwp

M/S Medtronic Pakistan, Karachi Medtronic, USA 

DLP PVC 

RCSP 

Cannula with 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

174 LV Vent (Adult) with Stylets , wired

1 M/S Flowtronix System, Rwp

M/S Medtronic Pakistan, Karachi Medtronic, USA 

DLP Left 

Heart Vent 

Catheters 

Y Y Y Y Y Y Y N approved - NON RESPONSIVE

175 Coronary Ostial 

1 M/S Flowtronix System, Rwp

2 M/S Medtronic Pakistan, Karachi Medtronic, USA 
DLP Coronary 

Ostial Cannula 
Y Y Y Y Y Y Y N approved

-
NON RESPONSIVE

176 BMU sensor

1 M/S Mediland Pakistan Pvt Ltd, Lahore Maquet Y Y N Y Y Y Y N approved
-

NON RESPONSIVE

177 One way valve for Vent

1 M/S Flowtronix System, Rwp

178 Level Sensor for HL 20

1 M/S Mediland Pakistan Pvt Ltd, Lahore Maquet Y Y N Y Y Y Y N approved
-

NON RESPONSIVE

2 M/S Flowtronix System, Rwp

179 Revolizer Device

1 N.Q

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid

rejected due to financial bid attached with Technical Bid
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180
Mechanical Percussor (for chest 

physiotherapy)

1 N.Q

181 Flow Sensor

1 N.Q

182
Infinity expiratory valve consumable 

equivalent 

1 N.Q

183
Disposable Pads Defibrillator (nihon 

Kohden)

1 M/S Medilinq Enterprises, Lahore 
nissha Medical 

Technologies, nY 
Heart Sync Y Y NA Y N N Y Y approved - NON RESPONSIVE

184 Activated (Carbon Filter) 025

1 N.Q

185 Hopealite Filter 040

1 N.Q

186 Pre post Filter 030 

1 N.Q

187 Pre post Filter 058 

1 N.Q

188 F07 (592x287x292)mm

1 N.Q

189 F07 (592x592x292)mm

1 N.Q

190 F09 (592x492x292)mm

1 N.Q

191 F09 (592x592x292)mm
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1 N.Q

192 HEPA (H14)(610x1220x70)mm

1 N.Q

193 HEPA (H14)(610x610x70)mm

1 N.Q

194 Desiccant 11.2 Litter pack  

1 N.Q

195 Seal Kit DME 012 – 040

1 N.Q

196 Condensate Drain 

1 N.Q

197 Valve set DME 12 – 40

1 N.Q

198 Sound Absorber set 

1 N.Q

199 Dew point sensor MAE 

1 N.Q

200 Sterile Filter Option 030

1 N.Q

201 Sound Absorber BER , Air x25

1 N.Q

202 Pacemaker Complete Set (Disposable)

1 N.Q
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203 Stylets 

1 M/S noor International, Karachi Hitec Medical / China Hitec / Dyco Y Y N Y Y Y Y Y rejected poor quality NON RESPONSIVE

2 M/S Cardiac Care, Lahore Pahsco, Taiwan Y Y N Y N N Y Y approved - NON RESPONSIVE

3 M/S Ali Gohar & Co, Bwp Smiths Medical, UK Portex Y Y N Y Y Y Y N rejected poor quality NON RESPONSIVE

204 Vessel Tip

1 M/S Flowtronix System, Rwp

205 Tip Clener

1 N.Q

206 ETT Suction Device

M/S Ali Gohar & Co, Bwp Smiths Medical, UK
Portex / 

Suction Pro 72
Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

207
Femoral Line/Long venous Femoral 

Line

N.Q

208
Pressure Tranducer Plate For Three 

Tranducer

1 M/S noor International, Karachi SCW Medicath Ltd / China SCW N Y N N N N Y Y rejected No sample NON RESPONSIVE

209 nylone Tape

N.Q

rejected due to financial bid attached with Technical Bid
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210 Boagies 

1 M/S noor International, Karachi Hitec Medical / China Hitec / Dyco Y Y N N N N Y Y rejected poor quality NON RESPONSIVE

2 M/S Cardiac Care, Lahore Vygon, Europe Y Y Y Y Y Y Y Y approved - RESPONSIVE

3 M/S Ali Gohar & Co, Bwp Smiths Medical, UK
Smiths 

Medical
Y Y N Y Y Y Y N rejected No sample NON RESPONSIVE

Miss Amna Saeed 

Pharmacist B.V. Hospital,

             Dr. Wajhat Hussain             
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Medicine Department, 

Bahawalpur  

Dr. Saliha Zafar 

Consultant Pathologist Pathology 
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Head of Pediatric Medicine 
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 Dr. Ahsan Firdous

A.M.S Store

Cardiac Center Bahawalpur

                  Dr. Zafar Iqbal Ghafoor                
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Prof. Dr. Muhammad Nasir Ali
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(Chairman TAC)

Dr. Shabana Anwar
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 Dr. Imran nazir
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HOD Cardiac Surgery 
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